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Rely+On™ PeraSafe™ is effective against 
bacteria, bacterial spores, mycobacteria, viruses 
and yeasts, with a contact time of 10 minutes.

Preparation and use of Rely+On™ PeraSafe™ 
solution (1.62% w/v)
1.  Weigh using an appropriate balance 16.2g 
 of Rely+On™ PeraSafe™ powder per 1 litre 
 of lukewarm water (30-35ºC) 
 (162 g/10 litres, or 81 g/5 litres). Do not 
 prepare solutions of less than 1 litre.

2.  Activation takes 15 minutes. Stir periodically             
     throughout this activation period. Solution  
     becomes colourless after around 30 minutes. 
     A small amount of undissolved material is 
     expected. 

3.  Rely+On™ PeraSafe™ solutions should be  
 used and stored at room temperature (20 ±  
 5°C). However, Rely+On™ PeraSafe™ can 
 be used immediately after activation as the
 solution cools to room temperature.

4.  Rely+On™ PeraSafe™ solution may be used  
 in a static bath. Immerse instruments for  
 exactly 10 minutes, after which they must  
 be thoroughly rinsed in sterile water, being  
 sure to remove all traces of the Rely+On™  
 PeraSafe™ solution, then dried.

It is recommended that Rely+On™ PeraSafe™ 
solutions are not prepared more than one hour 
prior to usage. Used Rely+On™ PeraSafe™ 
solution may be discarded, without special 
precautions, in the normal liquid waste disposal 
system in accodance with local authority 
regulations. 
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High Level Disinfectant for use with Medical Devices
For use on invasive and non-invasive medical devices

APPLICATIONS AND INSTRUCTIONS 
FOR USE:
These instructions for use (IFU) should be 
read in conjunction with the product label 
and SDS.

Rely+On™ PeraSafe™ is for use on rigid 
and flexible endoscopes, catheters, 
transducers and other thermolabile 
instruments and equipment. For a list of 
manufacturer approvals, contact your local 
representative. 

Not to be used on materials constructed of 
copper, brass, mild steel, natural rubber, 
nitrile rubber, natural dental bristle brushes 
or EPDM rubber.

Always wear suitable eye protection when 
handling powder and in-use solutions of 
Rely+On™ PeraSafe™. Where contact with 
dusts of the powder are foreseen, ensure 
adequate ventilation and/or respiratory 
protection (e.g. surgical masks).

Rely+On™ PeraSafe™ solutions can be 
used for up to 20 immersions or 12 hours, 
whichever is first. 

Instruments should be thoroughly 
pre-cleaned with a medical grade pH-neutral 
detergent to removal all visible soiling, 
followed by a thorough rinse with water to 
remove all detergent prior to disinfection 
with Rely+On™ PeraSafe™. Ensure all 
surfaces of the equipment are in contact 
with the solution. 

Heavily soiled instruments may give faster 
degradation of the peracetic acid level 
present, this may result in a reduction of the 
maximum number of immersions.

Composition: Active substance; peracetic 
acid, generated in-situ (c. 0.25% w/v at 
16.2 g/litre); surfactants; corrosion inhibitor; 
excipients. 

Preparation and use of activated Rely+On™ PeraSafe™ solution for instrument disinfection
The performance and safety of Rely+On™ PeraSafe™ has been validated under the conditions of 
use described within this document. Always follow the instructions to ensure correct operation of 
the product. 

Manufactured in the United Kingdom

Rely+On 
PeraSafeTM

TM

Rely+On™ PeraSafe™ should be stored in 
the sealed original container, preferably at 
temperatures not exceeding 25°C and a 
60% relative humidity. Storage for short 
periods at temperatures not exceeding 30°C 
and 65% relative humidity will not affect 
product performance.

Prepare only at the labelled concentration of
--16.2 g/litre. Do NOT make up over-strength
solutions which are subsequently diluted.

©2022 LANXESS. Rely+On™ PeraSafe™, LANXESS and the 
LANXESS Logo are trademarks of LANXESS Deutschland GmbH 
or its affiliates. All trademarks are registered in many countries 
worldwide.
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ขั้นตอนและวิธีใช้
 เอกสารวิธีการใช้ (instructions for use: IFU) 

ี้ควรอ่านควบค่กับฉลากและเอกสารข้อมลความปลอดภัย

+ออน™ เพอราเซฟ™ เตรียมนํ้ายารีไล
(Rely+On™ PeraSafe™) 
ตามคําแนะนําในเอกสารน้ี

อืมงอ่ืรคเอ้ืชเา่ฆอ่ืพเ  ™ฟซเารอพเ ™นออ+ลไีรายํา้น้ชใรากะลแมยีรตเราก

 :ผลิตโดย

ผลิตในประเทศสหราชอาณาจักร
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รากบัรหาํสะามหเ ™ฟซเารอพเ ™นออ+ลไีร
ะลแ ดิตดึยบบแปคโสดโนอเงอลกบักนางชใ
 ะลแ รอซเวิดสนารท นวสยาส ดไดอถบบแ
   นอรมาวคอตนทมไ่ีทณรกปอะลแอืมงอ่ืรคเ

ติลผผกาจิตัมนอ่ีทณรกปอรากยารบัรหาํส
ทัษิรบงอขนทแวัตอตดิตาณรก

กาจาํท่ีทณรกปอ อืมงอ่ืรคเบักชใรวคมไ
 ,นมะลก็ลหเ ,งอืลหเงอท ,งดแงอท

นขงรปแ ,ลรตไนไงาย ,ิตาชมรรธงาย
MDPE งายอืรห ิตาชมรรธ

อมสเมสะามหเ่ีทาตงวดนักงอปณรกปอมวส
ายา้ํนะลแ ายงผบักรากดัจอ่มืเ

มวสหใาํนะนแพาภขสอตยัภดอลปมาวคอ่ืพเ
นฝหใมไนักงอปอ่ืพเนาฐรตามบบแกากานห

จใยาหนิดเงาทาขเนาผายงผ

ถรามาส ™ฟซเารอพเ ™นออ+ลไีรายา้ํน
 21 นิกเมไ อืรห บอร 02 ดไอืมงอ่ืรคเชแ

นอกงึถดใีณรกตแวลแ งมโว่ัช

งาลายา้ํนยวดอืมงอ่ืรคเดาอะสมาวคาํทรวค
หใงาล งาลกนปเ Hp าคีม่ีทอืมงอ่ืรคเ
ายา้ํนยวดอ้ืชเาฆปไาํนะจนอก  ดาอะส
ยวดงาละลแ ™ฟซเารอพเ ™นออ+ลไีร

อ้ืชเาฆราสดัจขอ่ืพเอ้ืชเกาจศารปดาอะสา้ํน
รากงอต่ีทวิผน้ืพาวจใน่ัมงอต ยออืลหเงลห่ีท

งึถว่ัทงายอายา้ํนบักสัผมัสดมหง้ัทอ้ืชเาฆ

เครื่องมือที่ปนเปอนมากอาจทําใหปริมาณ
งลดลายา้ํนนใยอ่ีทกิตีซะอรอปเดรก

นใง้ัรคนวนาํจหใลผงสะจง่ึซ ว็รเดวรงายอ
งลดลณรกปอชแชใราก

Composition: Active substance; peracetic 
acid, generated in-situ (c. 0.25% w/v at 
16.2 g/litre); surfactants; corrosion 
inhibitor; excipients.

ดปยดโบ็กเรวค ™ฟซเารอพเ ™นออ+ลไีร
่ีทบ็กเรวคยดโ ติลผผกาจะนชาภนใกึนผ

ธทัพมัสน้ืชมาวคะลแ C˚ 52 นิกเมไิมภหณอ
นิกเิมภหณอ่ีทน้ัสะยะรบ็กเราก %06 นิกเมไ

 %56 นิกเธทัพมัสน้ืชมาวคะลแ C˚ 03
งอขพาภิธทิสะรปอตบทะรกลผีมมไะจ

 ฑณัภติลผ

™ฟซเารอพเ ™นออ+ลไีรายา้ํนมยีรตเ
นขมขเมาวค่ีทปไอตวาลกะจ่ีทนอตน้ัขมาต

ายา้ํนมยีรตเรวคมไ   รติล/มัรก 2.61
่ีที่ความเขมขนสูงกวาที่แนะนํา

ยนืยรากบัรดไ ™ฟซเารอพเ ™นออ+ลไีรงอขยัภดอลปมาวคะลแพาภิธทิสะรป งอตกถมาวคนั
 ๆ งาตาํนะนแาํคมาติตับิฏปาณรก ้ีนราสกอเนใยาบิธอ่ีทะวาภสตใยาภ งายอดไนางชใรากอ่ืพเ

งอตกถ

นใพาภิธทิสะรปีม ™ฟซเารอพเ ™นออ+ลไีร
  ยีรเีทคบแงอขรอปส ยีรเีทคบแบักอ้ืชเาฆราก

-ชแาลวเ่ีทตสียะลแสัรวไ ยีรเีทคบแคโยัม
ีทาน 01 อ้ืชเาฆายา้ํน

™นออ+ลไีรายา้ํนชใรากะลแมยีรตเราก
เพอราเซฟ™ (1.62% w/v)

ยวด ™ฟซเารอพเ ™นออ+ลไีรายงผง่ัช .1
นใมสผมัรก 2.61 ณามิรป มสะามหเ่ีทง่ัชงอ่ืรคเ

 รติล 01/มัรก 261( )Cº53-03( รติล 1 นอา้ํน
ายา้ํนมยีรตเายอ )รติล 5/มัรก 18 อืรห

รติล 1 าวกา่ํต
นปเายา้ํนนค ณรบมสายิริกิฏปดิกเหใอ่ืพเ .2

ชใยดโดมหยาละลายงผหใอ่ืพเ มสผงัลหะยะร
 03 ณามะรปน้ันกาจงัลห ีทาน 51 ณามะรปาลวเ

-สใยาละลราสนปเนจงลงาจะจยาละลราส ีทาน
งาบดไยาละลมไจาอี่ทนวสงาบงผีมจาอ  ีสีมมไ

นางชใกถรวค ™ฟซเารอพเ ™นออ+ลไีรายา้ํน .3
มาต็กรไงายอ งอหิมภหณอะวาภสตใยาภบ็กเะลแ
 ™ฟซเารอพเ ™นออ+ลไีรายา้ํนนางชใถรามาส

 าทเงลน็ยเยาละลราสอ่ืมเมยีรตเงัลหีทนัทดไ
งอหิมภหณอ

™นออ+ลไีรายา้ํนงาอนใงลอืมงอ่ืรคเมจ .4
งาลน้ันกาจงัลห ีทาน 01 วไง้ิท ™ฟซเารอพเ
 )retaw eilretS( อ้ืชเกาจศารปดาอะสา้ํนนใ

อืลหเงลห่ีทอ้ืชเาฆราสดัจขาวจใน่ัมหใอ่ืพเ
งหแหใาํทดมหนจกออ

™นออ+ลไีรายา้ํนมยีรตเรวคาวาํนะนแ
รากนอกงมโว่ัช 1 นิกเมไวไ™ฟซเารอพเ

™ฟซเารอพเ ™นออ+ลไีรายา้ํนนางชใ
ปไว่ัทง้ิทา้ํนอทงลง้ิททเถรามาสวลแชใ่ีท

นอตน้ัขีมงอตมไยดโ ยัภดอลปงายอดไ
งอขดนหาํกอข  ตใยาภง้ิทนอกดับาํบ

น่ิถงอทยามหฎก
าํนะนแาํคบัรหาํสทัษิรบงอขนทแวัตาษกึรป

มิตเม่ิพเ

:ยดโยานหาํจดัจะลแาขเาํน
ดักาํจ ง้ิดดรทเ ซก็รเอโ ทัษิรบ

ญัวขดาลตลบาํต 41 ีดวรเยอซ 621
00011 ีรบทนนดัวหงัจ ีรบทนนงอืมเอภเาํอ

)ยาสค 21( 4449-779-20 ทพัศรทโ
โทรสาร: 02-977-9343
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: อานเอกสารกํากับเครื่องมือแพทย

: เก็บในที่แหง

: อุณหภูมิจัดเก็บสูงสุด
 
:  ขีดจํากัดความชื้น

: เก็บใหพนจากแสงแดด

: ผูผลิต

: รหัสรุนการผลิต

: วันที่ผลิต

: วันหมดอายุ
 : เครื่องมือแพทย
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